Anal stimulating electrodes in electromyography.
The Continaid pelvic floor stimulating electrode is useful in reception of electromyographic signals, a use for which the device was not originally conceived. I believe there is money to be saved and some clinical problems can be avoided when this plug is substituted for some others now in clinical use.